TUCSON POLICE DEPARTMENT
CRIME LABORATORY gh
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
# ——  Serial# (do-003%27, certifies by her signature:
on 3[1‘-\0‘% . witharesult of 0,019 AC. 0.0719AC,

and on QI‘? ‘G‘-’q .with aresult of 0.080 AC. 0.019AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to_0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported concerning this instrument between these

o (s

O Jernifer L. Coombs

two dates.

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me
GFFICIAL SEAL
KATHY A. KINNEY

this 1D day Dfﬁgp}gm ber . 200Y.
NOTARY PUELIC-ARIZONA

el PIMA COUNTY
LR
My Comm, Exp. Sept. 4, 2008 Not v Public
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DIAGHMOSTIC TESTS
:&: DvH Test check. Sa":,t‘_“.g should bBe batwesn 200 and
.B00.. Mode selection switech 52 on, 5% and 53 off o
keyboard menu selection "H". Raading is _ , #2F .
;é,%\'—_’ Display Test check. Mode sslection switen 51 aon anc 52
and 53 off ar kKeybgard m@enu selectlen "V
; éﬁ Brintesr Test chsck. HMode s erion =yrisch 51, 852, 93
off or keyboard menu sslection "P".
“ﬁﬁ%? Clock tima chack. Mode selsction switch 510 on or
kayhoard mens selactiaon "Z!
AT Dats chack. Mode selection switch S11 on or kevboz=d
manu sselaction "“E"
QEFEZATTONAT, TEsTS
-:EEG: A2lcaonol fres subject Test rasult o (X0 AC
5&3: Error recagnition logic systexn functioning
Invalid test printed
*ﬁﬁé‘ Proger samble recognition syst=an
Invalid sample printed Jy—
Deficient sample princed-£4—
' N/ A Complaetaness of sa:ple purge wizh calleciign cuba*x*
:éd"_‘ Calibration sstandard 057 AT

Results: 0.0 ﬂfg#—a f};t = i /
accur (o]

Instrument operating properly and
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P P
STIGNATURE Wﬂ-’ M
o= -

Q;,HL_H flcohal concentration standard collected for subseguent
analysis.s*

*WITH OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITHOQUT KEYBOARD
*%*THIS STEP IS ONLY REQUIRED IP TEIS DEYICE I8 BEING USED FOR
SAMTTE CAPTURE.

DHES/DSLS/Form C117(Rev.7-23)
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~Ert g S Intoxilyzer 5000

fi‘ig G
BIHIBIT P i

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI-14-404(2)
ARTZONA DETPARTMENT OF HEALTH SERVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER HODEL SQ00Q*

STANDARD CALISRATION CHECK PROCZDURE @

Agency _TUcCsan obplice Denartment Date éﬁdﬁ/ﬁﬁr Time /5&95;
Intoxilyzer Serial? p(7-00 333 F Location T
A Specialist L irencoran L 33/
FRrint Hame)
(- 1. PFour a <tandard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
gtandard value: 0.0FD AC
(&3 2. Turn on the simulator and allgw the temparature To
raach 34CECEC,

LF5J 3. BSet Intoxilyzer mode selection in ths ACA mpdes by
switching mode selection switch #2 on or selecting "C"

on kevboard menu.

Attach simulater

Intaoxilyzar.

a the simulator sntrance port on the

[

s

i

isplay reads "“REXDY TO START" or

F L‘l

q

"PUSE BUTTON".

(% 6. Push Start Tast button or prass entsr on kXeyboard.
~arlwas) 7. Insert card in rssponse to display.
) 8 Zir blank completed.

{ b 9 Ccalibration check completed.
e Tast results 0.0F9%0-0 AC =
vesi &) 10. Air blank completead. '
—Fdk o L1 When display reads Test Complets razﬂvateviden:e card.

At+ach the card to the completaed checklist.
t&e—) 12. Return mode sslection switch #% to off position altar

311 calibration checks ares complete or type Q and enter
on keybaoard.

SIGNATURE Q;QL?%JL#-Agﬂﬁthﬁﬂ

*®ITHE QR WITEOUT VAPOR RECIRCUOLATION AND WITH OR WITHOUT EKEYBOAZRD

DHS /DSLS/Form Cll6 (Rev.7-93)
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e Clock
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JTEZIATICONAT TESTS
ol Alecohol fras subject Test rasuli g, 000 A
[Vl Erktar r=cdagniiticn lagic sy¥ystem funcstianing
ITawalid T=st printsd
v Praopsi: sample Iecognitiloin systsn
Invalid sampla printad .~
: Defici=nc sémplé prinzad.~
Wy Completsaness of sample purge with cellection tubz#*
ot Calibration standard 0. 050 AT
Results: 0.0504AC 3 00194 C
Instrument op=rating -properly and a2ccuracely: fESh/gQ

s " Pl
i = )]
SIGNATURE M‘U ‘fj{) LEUN\L:&
Q.“ﬂﬂ ach;Ll cé;lﬂntration standard collected for subsegqueant

analysis. 4=

WITE QR WITEQUT VAFQOR RECIRCULATION AND WITE OR WITEQUT XEYSOARD

#*TETS STEP IS ONLY REQUIRED IP TEIS DEVICE IS BRING USED FOR
SAMPLE CADTORE.

DES/DSLS/Farm Cl17 (Rav.7-33)
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5§ REPORT PHEPARFED PURSUANT TQ DOTY IMHPOSED BY
AACC. RI-14-404{R)

ARITZONA DEDARTHERT OF EEALTH SERVICES

STANDARD QUALITY ASSUHRANC
ENTOILLYLER: HMODEL

SBTANDARD CALIBRATION CHEECX TROCZDCEH Ab

b 1]
e |
i

ucson Police Neoartment Date ?/?AQg Time O/

lyzer Sarfalfriglg:?;ﬁﬁiig Location DL/

ecialistc _.,ji’ i+ s Al el
[Brint Name)

1 Daur a stapndard alcoheol solution of known value into z
clean dry simulator jar and assemble The simulator.
Insure that a tight ssal has been madsa.

Standard wvalue: 0.030 AT

3. Turn on the simulztor and 2lloy the Tempsrature To
reach 347C+.2°C

1. -Set Intoxilyzer mode selegtion in ths ACA made by
switching mods selection switceh #3 on or sealescting e
on keyboard menu

B Actach simulator to the simulater encrance port on tns
ITntoxiliyzer.

5. Tntoxilyzer 5000 display Teacs "IEADY TO START" or
wosSH BUTTONY.

B Sush Start Test button or prass snter on keybeard.

7 Inser= card in respanse to disslay

g Air blank complatad .

g Calihration check completad.

Tast results 0.0%0 6.019 2

1 Alir plank completed.

i1. wnen display reads Test Completes remavsa evidenca czard.
AttacH the card to the completed chascklist.

13 . Barurn mada seslection switch #9 to ofif position after

all czlibration shecks are complets or Lype Q and encer

b

B’

HFOQUT ¥ R RECIRCULATION AND WITE OR WITEHQUT XEYEOARD

DES/DSLS/Form Cl1s (Rev.7-33)




